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Shipment: 290

Non Potable Water Chemistry

Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

D Target * Limits Limits
Sample: Non Potable Water Chlorinated Hydrocarbon Pesticides
4,4-DDE ** ug/L 9017 USGS 530 7.35*  431-8.46 3.27-9.49 Satisfactory
EPA Code: N/A 0-1126-95 71 passed out of 75 reported results.
alpha-BHC ug/L 9017  USGS 109 918 457-13.8 Satisfactory
EPA Code: N/A O-1126-85 72 passed out of 74 reported resuils.
Sample: Non Potable Water Phenols
Phenols ** mg/L 9009 SM 18 5530 <0.0018 0.629 0.438 - 0.82 0.342-0.916  Unsatisfactory <==
EPA Code: NIA (LSGS Only) 68 passed out of 72 reported results.
Sample: Non Potable Water Purgeables
1,1,1-Trichloroethane ** ug/L 9013 USGS <032 <100* Satisfactory
EPA Code: N/A 0-4127-9 110 passed out of 111 reported resuits.
1,1,2,2-Tetrachioroethane ug/L 9013 USGS <08 <100~ Satisfactory
EPA Code: N/A 0-4127-96 108 passed out of 109 reported results.
1,1,2-Trichloroethane ug/L 9013 USGS <04 <250° Satisfactory
EPA Code: NIA O-4127:98 106 passed out of 108 reported results.
1,1-Dichloroethene ug/lL 9013 USGS 76.0 816 42.7-120 Satisfactory
EPA Code: N/A 0-4127-96 107 passed out of 109 reported resuits.
1,2-Dichloroethane ** ug/L 9013 USGS <13 <100* Satisfactory
EPA Code: NI/A 0-4127-96 105 passed out of 107 reported results.
1,2-Dichlorobenzene ** ug/L 9013 USGS 56.1 545" 43.2-653 37.7-708 Satisfactory
EPA Code: N/A QHi2r D 121 passed out of 126 reported results.
1,2-Dichloropropane ug/L 9013 USGS 19.6 18.9 11.9-25.8 Satisfactory
EPA Code: N/A QAl27-30 105 passed out of 109 reported resufts.
1,3-Dichlorobenzene ** ug/L 9013 USGS 946 96.6 * 75.4-113 65.9-123 Satisfactory

0-4127-96

EPA Code: N/A

120 passed out of 124 reported results.



